Introduction
For the establishment of new minimal-invasive interventions with MR-guided real time imaging [1] [2] [3] , special methods and instruments are adapted to the MR-environment [4, 5] . The length of the instrument depends thereby from space within the scanner. For MR-guided minimal-invasive interventions on the lumbar spine, the space for rigid instruments, needed for those kinds of interventions, is analysed.
Methods
In an open high field MRI (Philips Panorama HFO, 1.0 Tesla) with an opening of 40x160cm (length-x-width) MRguided punctions on the lumbar spine (n=88) were carried out. Thereon, the shortest distance between vertebral body L5 and skin surface was measured from the image data. For patients with a girth of 63-126 cm, a space for rigid instrument was defined. In this case, the height of the body in prone position and the width of the body in lateral position were varied in a step range of 1 cm. The instrument's angle was also considered from 0° to 75° with a step range of 15° (Fig. 1,  right) . The vertebral body L5 was always in the isocenter.
Results
The vertebral body L5 was an average of 76 (±13) mm from the body surface away. With increasing body volume, the space intended for the instruments decreases. For interventions with steep instrument angle (<45°), the lateral position of the patient offers more space, whereas for interventions with flat instrument's angle (>45°) and a girth less than 110 cm, the prone position offers more space for instruments. For a girth of more than 110 cm the maximum possible instrument's length is greater in lateral position (Fig. 1 left) .
Conclusion
The greater the girth of the patient, the shorter the instruments have to be. The opening's size of the scanner used in the study is comparable with other producers of similar scanners. The results can therefore be transferred to other scanners.
Fig 1: Maximum possible instrument's length depending on girth (lefts) with corresponding betting (rights).

